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INSTRUCTIONS 



ERECTING AND USING 
WEATHER BUREAU NEPHOSCOPE ,. 

1919 PATTERN , \^ "^ 



Circular I,^2natruinelit Division 



BENJAUm C. EAD£L 



INTRODUCTION. 

The nephoscope to be described has been recently developed in 
the Instrument Division of the Weather Bureau, Messrs. C. F. 
Marvin, B. C. Kadel, S. P. Fergusson, R. N. Covert, and E. L. G. 
Rauh; all contributing suggestions. While the principle of the 
instrument (originated by Aime in 1845) is old, the present form is 
believed to be the be^t thus far devised for general use at Weather 
Bureau stations. 
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INSTRUCTIONS FOR ERECTING AND USING WEATHER BUREAU 

NEPHOSCOPE, 1919 PATTERN. 



1. Description of nepTwscope. — ^The nephoscope adopted by the 
Weather Bureau in- 1919 consists of three main parts, as shown in 
figure 1 : (1) The nephoscope proper, which is a black mirror mounted 
in a circular frame graduated in degrees, and which is supported on 
three pegs of equal length, so that when the three pegs are set on a 
level surface the top of the mirror is likewise level; (2) a substantial 
support for the nephoscope, consisting of a heavy flange or base 
designed to be attached to a suitable platform or other mounting, 
an upright section of standard 3-inch pipe to give proper height, and 
an upper flange of generous dimensions to support the nephoscope 
and to support also a movable sighting eyepiece stand; (3) a movable 
sighting eyepiece stand, which consists of a moderately heavy cast- 
iron base, whose purpose is to carry the sighting eyepieces always 
at the selected heights, 166§ and 83J milUmeters, respectively, above 
the surface of the mirror. The top of the flange or table has been 
faced in a lathe, so that when it is properly leveled the sighting holes 
will be at the same vertical distance above the mirror without regard 
to the particular position on the table in which the stand is placed. 
It will be apparent from the above that the eyepiece stand can be 
moved on the table to suit the convenience of the observer; and 
this movement, combined with the rotation of the arm on which the 
sights are supported, makes possible a great variety of positions 
from which the observer may view the cloud's image in the mirror. 
A triangular marker to be pushed across the mirror with its apex 
coincident with the cloud's image, a ruler graduated in centimeters and 
millimeters, a small spirit level, and a clock to count time, complete 
the equipment. A large copper cover is also included, so that the 
nephoscope may be protected from the weather without the necessity 
of continuous removal to the office. 

2. Setting up the nephoscope. — In setting up the nephoscope it is 
first necessary to select upon the roof of the building, or in some other 
location suited for the purpose, the best position available for observ- 
ing clouds. While it is desirable to have the entire sky within range, 
yet this ideal condition can rarely be realized and it is therefore 
necessary for the official in charge to make the best possible selection 
as to location. A reasonably firm foundation should be had, and the 
roof or platform selected must b^ rigid enough so that the weight 
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3. Orientation.^ — ^The zero of the graduated scale on the mirror 
frame should be toward true north, the 90° mark toward east, the 
180° mark toward south, and the 270° mark toward west. The 
actual system to be used, zero to the south, 90° to. west, etc., has 
been reversed m graduating the nephoscope in order that the number 
appearing on the mirror frame where the cloud's image leaves the 
mirror may give directly the direction from which the cloud is moving. 
A simple method of orienting the nephoscope is to suspend a plumb 
bob at the south side of the iron table so that at true solar noon on a 
sunshiny day, the 180° graduation, the center of the nephoscope, and 
the Eero graduation may all be brought into a line coincident with 
the shadow of the suspending thread. It is helpful to have the 
plumb bob immersed in water, especiaUy if the wind is blowing. 
The three-arm spider, whose function is to provide an easy and 
positive means of returning the nephoscope to correct position when 
desired, should then be tightened by drawing up the clamping nut in 
the center. It is a good plan to determine at this time and to record 
in station memorandum book some distant object that is exactly 
north of the station, so that subsequent inspection for correct orienta- 
tion may be easily made. For the purpose of determining the time 
the sun is on the meridian the observer must ascertain the exact 
difference between the standard time in use at hi^ station and the 
true local time. To this difference must then be added or sub- 
tracted, as the case may require, the so-called equation of time, 
which is the number of minutes before or after local noon at which 
the sun passes the meridian. The equation of time is given, approxi- 
mately, in the accompanying diagram (fig. 12), and more exactly in 
the following table (Circular D, Instrument Division, Fourth Revi- 
sion, 1914): 

1 For a description of the SCarvia nephoscope of 18^6 and the system of orientation used, see Monthly 
Weather Review, Vol. XXIV, January,* 1896, p. 9, "Cloud observations and an improved nephoscope, 
by C. F. Marvin." 











Equation of time for 1899.^ 










Days. 


Jan. 


Feb. 


Mar. 


ApriL 


May 


June. 


July. 
m.9. 


Aug. 

' m. 9. 


Sept. 


Oct. 


Nov. 


! Dee. 




m.9. 


m.s. 


m,9. 


m.9. 


m.9. 


m.9. 


1 
m. 9. 


m.9. 


HI.*. 


i m.s. 


1 


+ 3 53 


+13 50 


+12 29 


+3 53 


-3 01 


-2 24 


1+3 36 


,+6 06 


-009 


-10 33 


-16 20 


-10 45 


2 


421 


13 57 


12 17 


3 35 


308 


2 14 


, 3 47 


602 


0.28 


10.42 


16 31 


10 22 


3 


4 49 


14 04 


12 04 


3 17 


3 15 


205 


; 359 


1 558 


47 


1101 


16 20 


1 958 


4 


5 16 


14 10 


11 51 


300 


321 


1 55 


409 


553 


107 


11 19 


16 20 


934 


6 


543 


14 14 


11 37 


242 


3 26 


1 44 


; 420 


1 5 47 


1 26 


1137 


16 18 


9 09 


6 


6 10 


14 19 


1123 


225 


3 31 


1 33 


430 


! 5 41 


1 46 


11 54 


16 15 


1 8 44 


7 


6 36 


14 22 


11 09 


208 


345 


1 22 


440 


, 534 


• 2 07 


12 11 


16 12 


j 8 18 


8 


7 01 


14 24 


10 54 


1 51 


3 39 


1 11 


450 


1 5 26 


227 


12 28 


16 08 


I 7 51 


9 


726 


14 26 


10 39 


134 


342 


059 


459 


5 18 


2 47 


12 44 


16 03 


7 25 


10 


7 51 


14 27 


10 23 


1 18 


345 


47 


5 08 


5 10 


308 


13 00 


15 57 


6 57 


11 


8 15 


14 27 


10 07 


1 02 


3 47 


035 


5 16 


500 


329 


13 16 


15 50 


630 


12 


8 38 


14 27 


9 51 


046 


3 48 


023 


5 24 


450 


350 


13 31 


15 43 


602 


13 


9 01 


14 25 


935 


030 


3 49 


-Oil 


' 5 31 


440 


4 11 


13 45 


15 34 


5 33 


14 


923 


14 23 


9 18 


15 


3 49 


+0 02 


5 38 


429 


4 32 


13 50 


15 25 


' 505 


Ifi 


944 


14 20 


9 01 


000 


3 49 


15 


5 44 


418 


453 


14 12 


15 15 


, 436 


16 


10 05 


14 17 


844 


-0 14 


3 48 


27 


550 


406 


5 15 


14 25 


15 04 


4 07 


17 


10 25 


14 12 


827 


028 


346 


040 


555 


353 


5 36 


14 37 


14 53 


3 37 


18 


10 44 


14 07 


809 


42 


3 44 


053 


600 


340 


5 57 


14 49 


14 40 


3 OS 


19 


11 02 


14 01 


7 51 


56 


3 42 


1 06 


604 


3 26 


6 18 


15 00 


14 27 


2 38 


20 


11 20 


13 55 


733 


1 09 


3 39 


1 19 


608 


3 12 


6 40 


15 10 


14 13 


203 


21 


11 37 


13 48 


715 


1 21 


3 35 


132 


6 11 


258 


7 01 


15 20 


13 58 


1 39 


22 


11 53 


13 40 


6 57 


1 33 


3 31 


1 45 


6 13 


243 


722 


15 29 


13 42 


1 09 


23 


12 09 


13 32 


6 39 


1 45 


3 27 


1 58 


6 15 


227 


743 


15 38 


13 26 


39 


24 


12 23 


13 23 


620 


1 56 


3 22 


2 10 


6 16 


2 11 


804 


15 45 


13 08 


- 09 


25 


12 37 


13 13 


602 


2 07 


3 16 
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6 17 


1 55 


824 


15 52 


12 50 


+ 21 


26 


12 50 


13 03 
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2 17 


3 10 
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6 17 


. 1 38 
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12 31 


51 


27 
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12 52 


5 25 
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3 04 


2 48 


6 17 
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16 04 


12 11 
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28 


13 13 


12 41 


506 


236 
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6 16 


1 04 


9 25 


16 09 


11 51 


1 50 


29 


13 24 
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245 
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3 12 


6 14 


046 
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16 13 


1130 


220 


30 


13 33 




430 


253 


2 41 


3 24 


6 12 


028 


10 04 


16 16 


1108 


249 


31 


13 42 




4 11 




233 




609 


+0 10 




16 18 




3 18 



1 The equation of time changes slightly from year to year, but the values given in the table may be taken 
as a fair average of those that ordinarily occur. 
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FiQ. 12.— Diagram of equation of time. 
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When the equation of time is + , the sun is slower than the clock 
tnd the specified number of minutes must be added to the true local 
icon to give the time at which the sun passes the meridian, and, 
imilarly, when the sign is — , the number of minutes must be sub- 
racted from local noon. 

For example, suppose the north and south line is to be located at 
lome station on October 3, and where the local time is 24 minutes 
aster than the standard time in use. Hence: 

Difference between standard and local time —24 minutes. 

(Use + when standard meridian is east of station and — when west, 
j^quation of time, Oct. 3. —11 minutes. 

Total correction —35 minutes. 

Therefore the sun will be exactly on the meridian at 12 o'clock, 
ninus 35 minutes = 11.25 a. m., and the shadow of the suspending 
thread at this moment will be in a true north and south line, which 
should be permanently fixed by reference to some distant object. 

4. Care of the instrument — ^The iron base plate, the upright pipe 
md the under side of the top flange require occasional painting; the 
•aced-off portion of the top flange should occasionally be rubbed with 
\ rag saturated with light machine oil; and all brass parts and the 
;lass should be kept clean. The entire instrument is designed to be , 
kept outdoors, but the large copper cover must be replaced after 
3ach observation to protect the mirror from deterioration. 

An effort has been made to have the bayonet joints by which the 
popper cover is secured to the top flange spaced exactly 120° 
apart, but it may be found desirable in practice to mark the position 
in which the cover fits best, so that it can be returned. Whether 
or not the little clock may safely be left in place will have to be 
determined by local conditions. 

5. Observations of direction, — Having selected in the mirror the 
image of the cloud whose motion is to be observed, the stand that 
carries the sighting eyepiece is moved about on the circular table, 
while at the same time the horizontal arm is shifted until the cloud's 
image is seen through the hole in the eyepiece at the center of the 
mirror, indicated by a slight depression drilled in the glass. Keeping 
the eye at the peephole the image is then kept under observation as 
it moves toward the graduated rim of the mirror, and the graduation 
at which the image leaves the mirror is the direction /rom which the 
cloud is moving. The following table offers a convenient means of 
converting these angular values into customary 8-point or 16-point 
values: 
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8-point system. 


16-point system. 


CJoud 
moving 
from— 


Image 

leaves 

mirror— 


Cloud 
moving 
from— 


Image 

leaves 

mirror— 


N 
NE 

E 
SE ' 

S 

sw 
w 

NW 


158 to 202 
202 to 248 
248 to 292 
292 to 338 
338 to 22 
22 to 68 
68 to 112 
112 to 158 


N 

NNE 

NE 

ENE 

E 
ESE 
1 SE 
1 SSE 
S 
SSW 
1 SW 

, wsw 

' w 

WNW 

NW 
NNW 


160 to 191 

191 to 214 

214 to 236 

236 to 259 

259 to 281 

281 to 301 

301 to 326 

326 to 349 

349 to 11 

11 to 34 

34 to 56 

56 to 79 

79 to 101 

101 to 124 

124 to 146 

146 to 169 



6. Observations of velocity. — Only the apparent or nephoscopic 
velocity of the cloud, that is the number of Qiillimeters on the mirror 
crossed by the image in a given time can be measured, unless the 
actual height of the cloud is known. 

7. Counting time. — For the purpose of observing cloud velocities, 
auxiliary equipment has been provided, consisting of a small triangu- 
lar sheet of brass, whose apex or point should be kept coincident 
with the moving cloud by pushing it along the surface of the glass 
mirror with the finger or with a ruler; a ruler graduated in centimeters 
and millimeters ; and a small clock that beats half-seconds, which is 
intended to be clamped to the observer's head so that he may by the 
'^eye and ear'' method keep the cloud under observation during the 
required number of seconds. A little practice counting beats while 
watching the second hand will soon familiarize the observer with the 
method. 

8. Conversion of observed velocities into actual velocities. — The rules 
to be presented later are based upon the relations of similar triangles. 
In figure 3 let AB be a cloud path, assumed to be level; m a level flat 
mirror in which the cloud is observed through the peephole E. 
Now, since the angle of reflection is equal to the angle of incidence, 
the triangles ABE', cdW and cdE are exactly alike in all respects 
except as to size. Hence their bases AB (travel of cloud) and cd 
(travel of point of reflection) are to each other as their altitudes BD 
(height of cloud) and EF (height of peephole above mirror). 



That is 



AB BD 



cd EF 



,or AB = 



cdxBD, 
EF 



(1) 



Since it is desired to adopt meters per second, as used at aerological 
stations, for all cloud observations throughout the Weather Bureau, 
we shall wish to measure the cloud path AB and the cloud's height 
BD in meters, and the time, t, in seconds. The length of the path 
as seen in the mirror, and the height of the sighting eyepiece above 
the mirror are measure in millimeters. 



converting these angular values into customary 8-point or 16-point 
values: 



8-point system 



16-point system 



Cloud ' 
moving 
from— 




Image 

leaves 

mirror— 



158 to 202 
202 to 248 
248 to 292 
292 to 338 
338 to 22 
22 to 68 
68 to 112 
112 to 158 



Cloud 


Image 


moving 


leaves 


from— 


mirror— 


N 


169 to 191 


NNE 


191 to 214 


NE 


214 to 236 


EXE 


236 to 259 


E 


259 to 281 


E8E 


281 to 304 


SE 


304 to 326 


SSE 


326 to 340 


S 


349 to 11 


SSW 


11 to 34 


sw 


34 to 56 


wsvv 


56 to 79 


w 


79 to 101 


WNW 


101 to 124 


NW 


124 to 146 


NNW 


146 to 169 



6. Observations oj velocity. — Only the apparent or nephoscopic 
velocity of the cloud, that is the number of millimeters on the mirror 
crossed by the image in a given time, can be measured, unless the 
actual height of the cloud is known. 

7. Counting time, — For the purpose of observing cloud velocities, 
auxiliary equipment has been provided, consisting of a small triangu- 
lar sheet of brass, whose apex or point should be kept coincident 
with the moving cloud by pushing it along the surface of the glass 
mirror with a finger or with a ruler; a ruler graduated in centimeters 
and millimeters; and a small clock that beats half-seconds, which is 
intended to be clamped to the observer's head so that he may by the 
"eye-and-ear" method keep the cloud under observation during the 
required number of seconds. A little practice counting beats while 
watching the second hand will soon familiarize the observer with the 
method. 

8. Conversion oj observed velocities into actual velocities. — The rules 
to be presented later are based upon the relations of similar triangles. 
In figure 4 let AB be a cloud path, assumed to be level; m a level flat 
mirror in which the cloud is observed through the peephole E. Now, 
since the angle of reflection is equal to the angle of incidence, the 
triangles ABE', ccfE' and cdE are exactly alike in all respects except 
as to size. Hence their bases AB (travel of cloud) and cd (travel of 
point of reflection) are to each other as their altitudes BD (height of 
cloud) and EF (height of peephole above mirror). 

AB BD 



That is 



~cd EF 



orAB = -gj.— 



(1) 



Since it is desired to adopt meters per second^ as used at aerological 
stations, for all cloud observations throughout the Weather Bureau, 
we shall wish to measure the cloud path AB and the cloud's height 
BD in meters, and the time, f, in seconds. The length of the path 
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(2) Suppose we use the lower eyepiece/ 83 J millimeterB above the 
mirror, to observe a cloud 1,000 meters high whose image moves 
52 millimeters in one minute. The doud is moving twice 5.2 or 
10.4 meters per second. 

(3) Suppose that by noting the time required for a pilot balloon 
to become lost in the doud layer we learn that the height is 3,500 
meters; and from the nephoscope, using the 166§ millimeter eye- 
piece, we learn that the image moves 27 millimeters in 30 seconds. 
Reducing to the one minute basis we have 54 millimeters or 5.4 
centimeters in one minute, which gives 5.4 meters per second for 
an assumed height of 1,000 meters. Multiplying 5.4 by 3,500 and 
dividing by 1,000 we have 19 meters per second as the actual velocity 
of the cloud.' 

11. Recording the observations. — Observations of direction require 
merely that the graduation at which the image leaves the mirror be 
recprded, either in degrees or in 8-point or 16-point system, as may 
be desired for the purpose in hand. Observations of velocity re- 
quire for subsequent interpretation a record of the height of the 
eyepiece used, the time the image was observed, and the distance 
crossed by the image. By standardizing the time to one minute, 
which may be done mentally, we may further simplify the entries. 
The height of the cloud, estimated or measured, together with 
notation to indicate the method used to obtain it should also be 
entered, 

s In actual practice it will be sufBcient to consider the heights to the nearest 100 meters for the lower and 
intermediate levels, and to the nearest 500 meters for the high levels for computing purposes. 
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